1. Background {#sec0005}
=============

The pandemic caused by the severe acute respiratory syndrome Coronavirus-2 (SARS-CoV-2) has generated global concern given its rapid spread in multiple countries and fatal progression of the Coronavirus infection disease (COVID-19) \[[@bib0005],[@bib0010]\]. However, asymptomatic or paucisymptomatic cases especially in the early phase of the infection have also been reported \[[@bib0015],[@bib0020]\]. Since the spread of SARS-CoV-2 out of China, one of the main concerns on the diagnosis of this new virus has been the development of rapid and sensitive diagnostic assays. So far, nucleic acid amplification testing is the gold standard for the diagnosis of SARS-CoV-2 in respiratory samples \[[@bib0025],[@bib0030]\]. Molecular assays as previously demonstrated for epidemics caused by other coronaviruses (SARS-CoV and MERS-CoV), are crucial for rapid application of infection control measures, case identification and contact tracing \[[@bib0030],[@bib0035]\]. However, one of the major drawbacks of these assays is the need for viral nucleic acid extraction from clinical specimens. Recently, DiaSorin S.p.A. (Gerenzano, Italy) has developed a SARS-CoV-2-specific real-time RT-PCR (Simplexa™ COVID-19 Direct assay) performed directly on clinical samples.

2. Objectives {#sec0010}
=============

This study was performed at two regional reference laboratories, with the following aims: I) to assess the analytical performances of the newly designed Simplexa™ COVID-19 Direct assay; II) to evaluate its clinical performance as compared to WHO protocols \[[@bib0035],[@bib0040]\] using different types of clinical specimens from patients with laboratory-confirmed COVID-19.

3. Study design {#sec0015}
===============

3.1. Viruses {#sec0020}
------------

Viral stock used to establish analytical sensitivity was the first Italian isolate obtained from a patient hospitalized in the Biosafety Level 3 facility at National Institute for Infectious Diseases "Lazzaro Spallanzani" (INMI) in Rome, named 2019-nCoV/Italy-INMI1 \[[@bib0045]\]. The infectious titre of the viral stock used in the study, performed by Reed and Muench method on VeroE6 cells, was 10^7^ TCDI~50~/mL; for the establishment of analytical sensitivity, the viral stock was spiked into oral swab-UTM matrix and serial dilutions (from 100 to 0.001 TCDI~50~/mL) were tested in multiple replicates. The evaluation of the corresponding RNA copies/mL was performed based on standard curve obtained by Corman's E-SARS-CoV-2 gene.

3.2. Clinical specimens {#sec0025}
-----------------------

A total of 278 consecutive respiratory samples (nasal and nasopharyngeal swabs) collected for COVID-19 diagnosis between 20 February and 24 March 2020 were included in the study; twenty additional nasopharyngeal swabs from patients known to be positive for other Human Coronaviruses were used to establish clinical specificity of the Simplexa™ COVID-19 Direct assay. Moreover, to evaluate the performance of the test in a different clinical specimen, a total of 33 Broncho-Alveolar Lavage (BAL) collected for COVID-19 diagnosis between 20 March and 03 April 2020 were also analysed in parallel with the Simplexa™ COVID-19 Direct assay and the routine laboratory method, based on the WHO protocols \[[@bib0035],[@bib0040]\], using the Abbot *m*2000 extraction platform.

3.3. Simplexa™ COVID-19 direct assay {#sec0030}
------------------------------------

For Simplexa™ COVID-19 Direct assay, one vial of Reaction Mix was thawed for each sample. Respiratory samples were collected with a flexible nasopharyngeal nylon flocked swabs (FLOQSwabs™, Copan Italia, Brescia, Italy) dipped in 2--3 mL universal transport medium (UTM™, Copan Italia). After swirling, the swab was discarded and 50 μL of sample and 50 μL of Reaction Mix were added to their specific wells on a direct amplification disk, which was loaded onto the LIAISON® MDX instrument (DiaSorin). For BAL, a pre-treatement with 1:1 SV40 Sputagest Selectavial (Mast Diagnostic GmbH, Reinfeld, Germany) was performed.

3.4. COVID-19 real-time RT-PCR assays {#sec0035}
-------------------------------------

Total nucleic acids (DNA/RNA) were extracted from 200 μL of nasal and nasopharyngeal specimens. Clinical samples were pre-treated with 1:1 ATL lysis buffer and extracted using the QIAsymphony® instrument with QIAsymphony® DSP Virus/Pathogen Midi Kit (Complex 400 protocol) according to the manufacturer's instructions (QIAGEN, Qiagen, Hilden, Germany). The presence of SARS-CoV-2 RNA was assessed by Corman's protocol, targeting E and RNA-dependent RNA polymerase (RdRp) genes as reference method \[[@bib0035]\]. According to the WHO guidelines Corman's protocol was carried out using the E assay for screening and the RdRp assay for confirmation \[[@bib0040]\]. Total nucleic acids (DNA/RNA) were extracted from 600 μL of BAL samples, pre-treated with 1:1 SV40 Sputagest Selectavial and then with 1:1 ATL lysis buffer, using the Abbott *m*2000 system according to the manufacturer's instructions (Abbott molecular, Des Plaines, IL, USA).

3.5. Statistical analysis {#sec0040}
-------------------------

The analytical sensitivity (SARS-Cov-2 copy number at a 95% detection rate and SARS-Cov-2 TCDI~50~ at a 95% detection rate) was calculated with probit analysis, using the MedCalc statistical software, on the basis of results obtained by several replicates of serial dilutions of the 2019-nCoV/Italy-INMI1 spiked into oral swab-UTM matrix. The evaluation of the concordance between results obtained with Simplexa™ COVID-19 Direct assay and with the Corman's reference method was performed using GraphPad Prism statistical package.

4. Results {#sec0045}
==========

4.1. Analytical sensitivity and lower limit of detection (LOD*)* {#sec0050}
----------------------------------------------------------------

To assess the sensitivity of the prototype assay, both live SARS-CoV-2 and extracted viral RNA were tested. More in detail, for LOD calculation with live virus, SARS-CoV-2 particles from 2019nCoV/Italy-INMI1 isolate were spiked into oral swab-UTM matrix and serial dilutions from 100 to 0.001 TCDI~50~/mL were tested in replicates. We observed 100 % detection down to about 1 TCID50/ml, corresponding to 4 × 10^3^ cp/mL ([Table 1](#tbl0005){ref-type="table"} ). The analytical sensitivity (i.e. the LOD, corresponding to the concentration of SARS-CoV-2-RNA detected with response probability of 95% for either S or ORF1ab) was determined by Probit regression model ([Fig. 1](#fig0005){ref-type="fig"} ). More in detail, the LOD for both target genes resulted the same: 3.2 (CI: 2.9 to 3.8) log~10~ cp/mL ([Fig. 1](#fig0005){ref-type="fig"}a) and 0.40 (CI: 0.2 to 1.5) TCID~50~/mL ([Fig. 1](#fig0005){ref-type="fig"}b) for S; 3.2 log~10~ (CI: 2.9 to 3.7) log~10~ cp/mL ([Fig. 1](#fig0005){ref-type="fig"}c) and 0.4 (CI: 0.2 to 1.3) TCID~50~/mL ([Fig. 1](#fig0005){ref-type="fig"}d) for ORF1ab. Consistent, although slightly better results, were obtained for LOD calculated on extracted viral RNA. This was spiked in universal transport medium (UTM) additioned with RNasin (1.6 U/μL) to avoid RNA degradation, and replicate 10-fold serial dilutions of were loaded on the MDx instrument and tested with the Simplexa™COVID-19 Direct assay. The LOD obtained with extracted viral RNA for both S gene or ORF1ab was 2.7 log~10~ cp/mL.Table 1Limit of Detection of the Simplexa™ COVID-19 Direct assay.Table 1TargetViral stock dilution (TCD~50~/mL)RNA cp/mL\*Gene 1 (S gene)Gene2 (ORF1ab)Overall % Determinations (replicates)% Det (reps)Mean CtSD% Det (reps)Mean CtSD*SARS-CoV2 Viral particles 2019nCoV/ Italy-INMI1*10\^-5 (100 TCID50/ml)4 × 10^5^100% (3/3)23.50.06100% (3/3)24.10.12100% (3/3)10\^-6 (10 TCID50/ml)4 × 10^4^100% (3/3)26.80.26100% (3/3)27.40.42100% (3/3)10\^-7 (1 TCID50/ml)4 × 10^3^100% (40/40)29.80.66100% (40/40)30.20.74100% (40/40)10\^-8 (0.1 TCID50/ml)4 × 10^2^73.7% (14/19)33.40.8368.4% (13/19)33.80.8184.2% (16/19)5[\*](#tblfn0005){ref-type="table-fn"}10\^-9 (0.05 TCID50/ml)2 × 10^2^20% (1/5)33.5_20% (1/5)33.7_20% (1/5)2.5[\*](#tblfn0005){ref-type="table-fn"}10\^-9 (0.025 TCID50/ml)1 × 10^2^0% (0/5)\_\_0% (0/5)\_\_0% (0/5)1.25[\*](#tblfn0005){ref-type="table-fn"}10\^-9 (0.0125 TCID50/ml)5020% (1/5)34.2_20% (1/5)34.2_20% (1/5)10\^-9 (0.01 TCID50/ml)4050% (3/6)34.40.1216.7% (1/6)34.6_50% (3/6)6.25[\*](#tblfn0005){ref-type="table-fn"}10\^-10 (0.00625 TCID50/ml)250% (0/4)\_\_0% (0/4)\_\_0% (0/4)3.13[\*](#tblfn0005){ref-type="table-fn"}10\^-10 (0.00312 TCID50/ml)12.50% (0/5)\_\_0% (0/5)\_\_0% (0/5)10\^-10 (0.001 TCID50/ml)40% (0/3)\_\_0% (0/3)\_\_0% (0/3)[^2]Fig. 1Probit analysis for Simplexa™ COVID-19 Direct assay.Fig. 1

4.2. Analytical specificity {#sec0055}
---------------------------

*In silico* evaluation and preliminary *in vitro* analytical specificity study showed that the Simplexa™COVID-19 Direct only detects all COVID-19 virus strains, without cross reactivity with other viruses (Simplexa COVID-19 direct, instruction manual available at <https://www.fda.gov/media/136286/download>. We established the clinical specificity using clinical samples from patients known to be positive for other respiratory viruses, including Human Coronaviruses ([Table 2](#tbl0010){ref-type="table"} ). Results obtained for 20 nasopharyngeal swabs confirmed a 100 % of clinical specificity of the assay, based on the absence of non-specific signal detection due to any type of cross-reactivity event.Table 2Analytical specificity of the Simplexa™ COVID-19 Direct assay.Table 2N\#ID \#Gene1 (S)Gene2 (ORF1ab)Simplexa™ COVID-19 Direct assayCorman's methodDifferential diagnosis17760Not DetectedNot DetectedNegativeNegativeRhino/ Enterovirus27775Not DetectedNot DetectedNegativeNegativeCoV HKU137957Not DetectedNot DetectedNegativeNegativeCoV HKU147686Not DetectedNot DetectedNegativeNegativeCoV HKU157972Not DetectedNot DetectedNegativeNegativeCoV NL63, Rhino/Enterovirus67914Not DetectedNot DetectedNegativeNegativeCoV HKU177736Not DetectedNot DetectedNegativeNegativeCoV 229E87708Not DetectedNot DetectedNegativeNegativeCoV OC4397977Not DetectedNot DetectedNegativeNegativeCoV HKU1107969Not DetectedNot DetectedNegativeNegativeCoV NL63, Adenovirus117555Not DetectedNot DetectedNegativeNegativeCoV HKU1127571Not DetectedNot DetectedNegativeNegativeCoV OC43137693Not DetectedNot DetectedNegativeNegativeCoV HKU1147903Not DetectedNot DetectedNegativeNegativeCoV NL63157551Not DetectedNot DetectedNegativeNegativeCoV HKU1165036Not DetectedNot DetectedNegativeNegativeCoV NL63177991Not DetectedNot DetectedNegativeNegativeCoV HKU1185040Not DetectedNot DetectedNegativeNegativeCoV NL63197771Not DetectedNot DetectedNegativeNegativeCoV HKU1207901Not DetectedNot DetectedNegativeNegativeCoV HKU1

4.3. Performance evaluation on clinical specimens {#sec0060}
-------------------------------------------------

A total of 278 nasopharyngeal swab were tested in parallel with the Simplexa™ COVID-19 Direct assay and Corman's reference method in two main reference centers (i.e. the Laboratory of Virology of National Institute for Infectious Diseases "Lazzaro Spallanzani" (INMI) IRCCS, Rome, and the Molecular Virology Unit, Fondazione IRCCS Policlinico San Matteo, Pavia). Results obtained from the two laboratories were all included in the study. All the 99 SARS-CoV-2 samples tested positive with the reference test showing median cycle threshold (Ct) of 24.2 (range 16.6--36.9), also resulted positive with Simplexa™ COVID-19 Direct assay, with a clinical sensitivity of 100 %. Notably, Simplexa™ COVID-19 Direct assay was able to detect 8 additional positive samples resulted negative with Corman's method. In these samples, a median of 30.8 Ct (range 28.2--33.3) in FAM detector and 31.2 Ct (range 28.2--33.6) in JOE detector was observed, respectively. Concordance analysis showed an "almost perfect" agreement in SARS-CoV-2 RNA detection between the two assays, being κ = 0.938; SE = 0.021; 95 % CI = 0.896-0.980 ([Table 3](#tbl0015){ref-type="table"} ). Moreover, the performance of the assay in a different clinical specimen type, i.e. BAL, that is considered of utmost importance in patients with lower respiratory tract implication, was also evaluated: a total of 33 BAL samples were analysed in parallel with the Simplexa™ COVID-19 Direct assay and Corman's method. For these samples, the Abbot *m*2000 extraction platform was used, due to temporary restriction of QIAsymphony® reagents. While with BAL samples, the reference method provided elevated number of invalid results (14 out of 33), with overall 12 positives out of 19 valid results, 33 out of 33 samples achieved a valid result with the Simplexa™ COVID-19 Direct assay, providing 20 positives out of 33 valid results. The concordance among the 19 samples with valid results in both assays was 100 % (12 positive and 7 negative).Table 3Concordance of results obtained with Simplexa™ COVID-19 Direct assay and Corman's method.Table 3Simplexa™ COVID-19 Direct assayPositiveNegativeTOTCorman\'s methodPositive99099Negative8171179Total107171278

5. Discussion {#sec0065}
=============

Since the spread of COVID-19 in China, several SARS-CoV-2-specific RT-PCRs have been developed and commercialized in response to rising diagnostic demands. Prompt and rapid diagnosis are the main goals, particularly in the early phase of epidemics and are the first step towards limiting the propagation of the infection. In this scenario, we have evaluated the performances of the newly designed real-time RT-PCR Simplexa™ COVID-19 Direct assay. Overall, the test is fast, easy-to-use, does not need extra-equipment such as centrifuges or an extraction system, and can be handled by laboratory personal with very little extra training for the procedures and interpretation of results. Furthermore, the simplicity of design and the all-in-one coupled with easy-to-use design, makes it suitable for the field settings, and for near-to-patient diagnosis.

The LOD of the prototype assay, established with both SARS-CoV-2 viral particles and SARS-CoV2 extracted viral RNA, was less than 1000 cp/ml. All the SARS-CoV-2 samples resulted positive with the reference test (Corman's method), also resulted positive with Simplexa™ COVID-19 Direct assay, with a diagnostic sensitivity of 100% and "almost perfect" concordance. Notably, Simplexa™ COVID-19 Direct assay showed a slightly higher sensitivity with respect of the reference test, identifying near 3% additional positive samples. An high performance of the test was also observed using different clinical specimens: among the BAL samples that were able to be analysed by both methods, a perfect agreement was observed; noteworthy, Simplexa™ COVID-19 Direct assay was able to detect the virus in BAL samples resulted invalid with the reference method. The discrepancy in the processing capability between the two systems is attributable to the highly viscous composition of BAL, that could impair its accessibility to a traditional extraction method compared to a faster and easier sample processing method such as that used in the Simplexa™ COVID-19 Direct assay. Moreover a 100% of clinical specificity was observed against swabs resulted positive to other viruses, particularly human coronaviruses, indicating no cross-reactivity with other similar viruses. Key advantages of this assay are simple operation procedures and high-speed of detection in just over an hour, which is significantly faster than the up to seven hours currently required by traditional extraction followed by amplification technologies. The lack of extraction reduces turnaround time (TAT) for the diagnosis of COVID-19, thus allowing prompt decision making regarding isolation of infected patients.

The only limitation of the assay is the small number of samples which can be tested in a run, since each instrument can support a ring of maximum eight position; this limitation is offset by the rapidity of the assay, due to the lack of extraction. Overall, the good analytical and clinical performances, coupled with user friendly architecture and short TAT indicate that it is promising for laboratory diagnosis of COVID-19 and field application.
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